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Abstract: The goal of this study is to evaluate endoscopic Raman spectroscopy as a 

noninvasive technique to determine histological inflammatory status of colitis. Colon mucosal 

composition was investigated in vivo from patients with ulcerative colitis (UC) and from age- 

and body mass index (BMI) matched controls using endoscope-coupled Raman spectroscopy. 

The results were co-registered with histological assessment of inflammatory status at the 

same locations. Substantial decreases (50-60%) in the content of phosphotidylcholines (PCs) 

and total lipids were observed in inflamed colon tissue (histology grade 1, 2 and 3) compared 

to those from the quiescent (histology grade 0) and from the controls. No significant 

difference was observed in lipids or PC contents between control and grade 0, or among 

grades 1 – 3. The degree of lipid unsaturation increased in the inflamed tissue regardless of 

disease severity. The inflammation-associated alterations in lipids and PC are observed 

independent of BMI or the anatomical locations for data collection. Multivariate analysis 

using support vector machine (SVM) algorithm classified the spectra of the controls or the 

inactive colitis from those of inflamed tissue with a sensitivity of 83.5% and 97.1% 

respectively. Our results showed that mucosal lipid content is related to the microscopic 

disease activity, and thus could serve as a valuable spectral marker to differentiate active 

colitis from the quiescent. 

© 2017 Optical Society of America 
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1. Introduction 

Ulcerative colitis (UC) is one of the major forms of inflammatory bowel disease (IBD). It is 

characteristic of chronic inflammation with continuous disease involvement of the colonic 

mucosa. In the United States, UC affects approximately 900,000 Americans, with the annual 

incidence ranging between 2.3 and 15.6 per 100,000 people [1]. Without maintenance 

treatment, 70% of UC patients can expect to experience a relapse within a year [2, 3]. Due to 

the chronic relapsing behavior of UC, it is important to keep the disease in remission with 

optimal therapeutic strategy. To that end, accurate assessment of disease activity is a 

prerequisite for patient care and treatment response evaluation. 

Generally disease activity is determined by endoscopic and histologic evaluation in 

combination with clinical parameters. Endoscopic mucosal healing is a critical prognostic 

feature, and has been recognized as a new target of therapy. Mucosal healing is defined by the 

absence of erosions and ulcerations in all segments of colonic mucosa [4]. Complete mucosal 

healing has been associated with lower risk of colectomy, hospitalization, relapse, and 

colorectal cancer [5, 6]. Many endoscopic indices, such as the UC Disease Activity Index and 

the Mayo Score, have been used to assess disease activity in UC. However, subjective 

measures of the lesions could lead to large inter-observer variations. Furthermore, 

endoscopically-determined remission have frequently been identified with histological 

inflammation [7], which is a proven predictor for clinical relapse and risk factor for colorectal 

neoplasia [8, 9]. Therefore, it is important to evaluate disease activity both endoscopically and 

microscopically. Implementing a noninvasive technique that can determine histological 

inflammation in situ during endoscopy could provide a complete evaluation of disease 

activity and thus offer more reliable guidance for therapy development and disease 

management. 

Raman spectroscopy is an optical technique, that detects the molecular composition in the 

samples. It can provide diagnostic information based on disease-induced structural and 

compositional changes in the tissue. Our group has previously applied Raman spectroscopy to 

characterize epithelial changes in colon mucosa in UC and Crohn’s colitis in vitro, the two 

main subcategories of IBD. The relative content of protein and lipid in the tissue has been 

identified as a promising measure for inflammation assessment [10, 11]. Recently we 

developed an endoscope-coupled Raman spectroscopy that can provide in situ tissue 

biochemistry analysis during standard colonoscopy procedure [12–15]. The endoscopic 

Raman technique offers molecular information to differentiate UC and Crohn’s colitis, 

demonstrating great promise in optical diagnosis. In this study, we further investigated the 

feasibility of applying endoscopic Raman spectroscopy to provide objective assessment of 

disease activity in UC. 

A cross-sectional clinical study was performed to test patients with UC and healthy 

controls using endoscopic Raman. The acquired Raman spectra were analyzed and correlated 

with the disease activity of UC assessed by histological analysis on tissue biopsies from the 

same locations. We discovered distinct spectral markers that are related to the inflammatory 

status of the tissue. Multivariate statistical analysis showed significant correlation between the 

markers and histologic inflammation. To the best of our knowledge, this represents the first in 

vivo Raman application for the quantification of disease activity in UC. 

2. Experiment 

Patient enrollment and information: The present study was conducted with approval by the 

Institutional Review Board of the University of Texas Health Science Center at Houston. 

Patients scheduled for surveillance and screening colonoscopy in Memorial Hermann 
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Hospital at Texas Medical Center (Houston, TX) and the Lyndon B. Johnson Hospital 

(Houston, TX) were recruited to receive endoscopic Raman measurement during the standard 

procedure for colonoscopy. 

Two cohorts were investigated: one with UC, and one with control patients. The UC 

cohort consisted of 18 patients with previous diagnosis of UC (10/8 female/male, mean age = 

36.6 in the range of 18 - 66), while the age-matched control cohort consists of 31 patients 

(18/13 female/male, mean age 49.4 in the range of 28 – 60 years) without previous diseases in 

GI tract. 

After endoscopic Raman tests on UC patients, colon tissue biopsies were obtained from 

the same locations as spectra acquisition. The relevant biometric variables and medical 

history were retrieved from the patients’ electronic medical record (EMR) with consent. The 

body mass index (BMI) for each patient was calculated based on the body weight and height 

in the EMR using the formula below, and obesity status is defined by the range of BMI value 

[16]: underweight (BMI < 18.5); normal (18.5 – 24.9); overweight (25.0 – 29.9); obese (30.0 

– 39.9); morbid obesity (BMI > 40.0). No patients were underweight or morbid obese in this 

study. 

 
2( )

Weight in kg
BMI

Height in meter


  

  
  

Raman instrument: A portable Raman spectroscopy system (Fig. 1(A)), consisting of a 

monochromic laser source at 𝛌 = 785 nm (Innovative Photonic Solutions, NJ), a high-

throughput holographic spectrograph (Kaiser Optical Systems, MI), a thermoelectric-cooled 

(70°C) charge-coupled device (CCD) detector (Princeton Instruments, NJ), and a custom-

designed Raman probe (EmVision LLC, FL) was exploited in this study for clinical testing 

following previously established standard of operation [13]. The fiber optic Raman probe has 

a 7-around-1 configuration, comprising of 1 center illumination fiber with a bandpass filter to 

deliver laser light to the sample surface, and 7 surrounding collection fibers with long pass 

filters to collect Raman scattering signals (Fig. 1(A)). A miniature converging lens was built 

in to the tip of the probe, which allows for an effective depth of tissue sample to ~800-1000 

µm [12] and maximized signal acquisition from colonic mucus layer and colon mucosa [15]. 

With an outer diameter of 2.2 mm, the fiber optic probe can be easily coupled to the 

accessory channel of a standard endoscope for data collection [13]. The instrument was 

calibrated daily for spectral dispersion using the atomic emission lines of a Neon lamp, and 

for Raman shift calibration using spectra from standard compounds like acetamidophenol and 

naphthalene [15]. 

Endoscopic Raman Measurement: Details about endoscopic Raman measurement have 

previously been depicted [13]. Briefly, the standard operating procedure for colonoscopy was 

followed for endoscopic inspection of colon surface. As a part of the prognosis (surveillance) 

procedure for UC patients, colon biopsies were obtained at five anatomical locations of colon, 

including cecum, ascending colon, transverse colon, descending colon, and rectum. Before 

biopsy collection at the targeted sites, Raman probe was inserted through the accessory 

channel of the endoscope, and placed in gentle contact with the colon surface. Although 

operational variance such as contact pressure and probe-tissue angles do not result in 

distinguishable spectral variance [17, 18], the participating gastroenterologists were trained to 

exert only mild pressure on the tissue surface following established standard of operation 

[15]. At each location, two Raman spectra were acquired at neighboring sites with 3-second 

exposure time and a laser power of 80 mW at the surface of the tissue. Given the strong 

contribution of background and tissue autofluorescence to the resulting spectra, the total 

exposure time of 3 seconds was achieved by multiple accumulations of shorter integration 

time (250 ms) to reach a high signal-to-noise ratio for later quantitative calculation. Previous 

Raman study on a cohort of normal subjects revealed no significant differences between the 

two consecutive spectra in proximity, suggesting the repeatability of the measurements [15]. 
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Residual fecal matters were flush-cleaned with saline solution before in vivo Raman 

measurements. For control patients, spectra were obtained at the five anatomical locations 

without collection of biopsies. 

 

Fig. 1. (A) Scheme of the portable Raman system and the fiber optic Raman probe for 

endoscopic analysis of tissue composition; The inset shows the configuration of the probe with 
1 center fiber for laser delivery (red) and 7 surrounding fibers for data collection (blue). (B) 

Picture of the Raman probe and the standard endoscope (inset). (C) Raman probe in contact 

with the surface of the colon after traveling through the accessory channel of the endoscope. 

Histology grading: Haemotoxylin and Eosin (H&E) stained histology slides and 

pathology reports for enrolled patients were requested from the pathology division of the 

participating hospitals, i.e. MMH and LBJ. The slides were reviewed by an experienced board 

certified GI pathologist, and scored for disease activity. The scoring system based on 

modified Riley histological indices was adopted due to its simplicity in grading and 

reproducibility in outcomes (Table 1) [19]. 

Table 1. Histological grades of disease activity and the corresponding histological 

features [19] 

Grade Disease Activity Histological Features 

0 Inactive No extravascular neutrophils 

1 Mild Neutrophils in the lamina propria 

2 Moderate Cryptitis/crypt abscesses 

3 Severe Erosions/ulcers 

Data processing and analysis: Raman spectra were preprocessed to remove tissue 

autofluorescence using a fifth order polynomial fitting [20], followed by baseline correction 

using cubic spline interpolation for consistency in peak height calculation and further 

quantitative analysis [21, 22]. Noise reduction was performed on the baseline corrected 

spectra with a second-order Savitzky-Golay smoothing filter. The intensity and peak position 

of major Raman bands were calculated using custom scripts in MATLAB (MathWorks, 

Natick, MA). To compare intensity differences from different subjects, all the major peak 

heights were taken ratio to the intensity of Raman band at 1003 cm
1

 (phenylalanine in 

proteins), which normalizes the abundance of represented molecules (mainly lipids in this 

study) to protein level in the sample and thus minimizes inter-sample variability. One-way 

analysis of variance (ANOVA) was conducted using SPSS Statistics software (IBM SPSS, 
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Armonk, New York) to determine the statistical significance of differences among the groups 

of disease activity, followed by Tukey honest significant difference (HSD) post-hoc analysis. 

Spearman’s correlation was conducted to evaluate the association between spectral 

parameters and histological disease activity. The inflamed tissue group consists of pooled 

data from grades 1, 2 and 3. An outcome with p < 0.05 is considered statistically significant. 

3. Results 

Histologic assessment: The H&E stained slides for all the tissue biopsies from the UC 

patients were analyzed for histopathological grading on inflammatory activity. Figure 2 

showed the representative H&E images from colon tissue biopsies with histologic scores 

ranging from 0 to 3. As shown in Table 1, grade 0 referred no disease activity observed in the 

tissue, i.e. the quiescent, or inactive colitis; whereas grade 1, 2, and 3 meant mild, moderate, 

and severe inflammation, respectively. The histologic grade 1 is less common in the studied 

population, and only limited biopsies were graded to that category. Biopsies with nonspecific 

disease features were excluded from the study. 

 

Fig. 2. H&E images of colon tissue biopsies with histology grades of 0 (A), 1 (B), 2 (C), and 3 
(D). 

Analysis of Raman spectra: Raman spectra under investigation were acquired from the 

same locations where tissue biopsies were obtained and histologically evaluated. Only Raman 

spectra that can be co-registered with a definite histologic grade of inflammatory activity 

were included in the analysis. The spectra were sorted by the histology grades. Figure 3 

showed the mean Raman spectra collected in vivo from the normal (n = 233) and the colitis 

colon tissue with histologic grades of 0 (n = 27), 1 (n = 6), 2 (n = 89), and 3 (n = 56) from 31 

controls and 18 UC patients respectively. For clear comparison, all the spectra were 

normalized to the peak height of phenylalanine at 1003 cm
1

, arising from proteins in the 

tissue. As a result, comparison of the intensities from other Raman bands will be relative to 

tissue protein level, which serves as an internal reference to account for potential inter-sample 

variability. The peak positions for selected Raman bands are labeled on the spectra, and the 

tentative molecular assignments are listed in Table 2. 
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Fig. 3. Mean Raman spectra (normalized to the intensity at 1003 cm1) from UC patients with 

different disease activity and from the healthy controls. 

Table 2. Tentative assignments for the major Raman bands in colon tissue [23–29] 

Raman band, cm1 Vibration mode Molecular Assignment 

720 Choline (RN+(CH3)3) stretching Phosphatidylcholine 

750 Ring breathing Tryptophan, DNA 

830, 853 Tyrosine ring breathing Protein 

875 C-C symmetric stretching Protein and lipids 

875, 877 Choline group stretching Phosphatidylcholine 

1003 Phenylalanine ring breathing Phenylalanine 

1068, 1128 Trans C-C stretching Backbone of lipid, protein, carbohydrate 

1080 PO2- group in DNA and lipids DNA, phospholipids 

1086 gauche C-C stretching Backbone of lipid, protein, carbohydrate 

1230-1285 Amide III Protein 

1270  = C-H deformation Lipids 

1303 CH2 twisting Lipids 

1342 CH deformation Protein 

1447 CH2 scissoring Lipid and protein 

1600-1700 Amide I α-helix Protein 

1655 Cis -C = C- stretching Lipid 

1735 Ester carbonyl stretching Lipid 

Gross comparison of Raman spectra revealed substantial differences between spectra from 

inflamed tissue (grade 1-3) and those from the control and inactive UC (grade 0). The most 

characteristic differences are in the following spectral regions: 700 - 900 cm
1

, 1050 - 1100 

cm
1

, 1200 - 1350 cm
1

, 1400 - 1500 cm
1

, 1600 - 1700 cm
1

. The Raman shift at ~720 cm
1

 

appears as a shoulder in the broader band from 700 – 768 cm
1

 together with the peak at 747 

cm
1

. The former (720 cm
1

), correlated to the peak at 1303 cm
1

 (CH2 twisting in lipids), is 
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characteristic of the choline group (R-CN
+
(CH3)3) in phospholipids, specifically 

phosphotidylcholines (PCs). The other choline-specific peak at ~870 cm
1

 overlaps with the 

backbone –C-C- stretching from lipids and proteins, and the ring breathing modes from 

Tyrosine and DNA. Therefore the peak height at 720 cm
1

 was used to quantify the 

abundance of PCs in this study. 

 

Fig. 4. The content of total lipids (A) and PCs (B) relative to proteins determined by peak 

height ratios of 1303 cm1 to 1003 cm1 and 720 cm1 to 1003 cm1. C) The degree of 

unsaturation in lipids determined by the ratio of n(–C = C-)/n(CH2), i.e. peak height ratio of 

1657 cm1 to 1447 cm1. * p<0.01, N.S.: not significant. 

Raman scattering at ~1080 cm
1

 comprises overlapping contributions from the PO
2-

 group 

in DNA and phospholipids as well as the backbone stretching from lipids, proteins, and 

carbohydrates. Given the complex origin of this band, it was excluded from further 

quantitative analysis. Other spectral features that showed marked differences consist of 

overlapping assignments from lipids and proteins, but could be differentiated by comparing 

the band shape and the peak height in relation to other relevant peaks. The broad contour in 

the range of 1200 – 1350 cm
1

 generally attributes to the amide III stretching modes from 

mixed conformations of proteins. With the increasing amount of lipids in the sample, amide 

III is buried under the strong doublet at 1270 cm
1

 and 1303 cm
1

, which are characteristic of 

lipids. Both amide I band (1655 cm
1

) in proteins and the –C = C- stretching mode (1660 

cm
1

) in lipids contribute to the Raman feature in the range of 1600-1700 cm
1

. A dominant 

lipid contribution often yields a narrower and more intense peak than the broad and weak 

amide I band. Similarly Raman feature at 1447 cm
1

 attributes to the CH2 scissoring vibration 

from lipids and the side chains of proteins. In this study, the intensities of the narrow band at 

1657 cm
1

, the strong vibration at 1447 cm
1

, and the characteristic doublet are significantly 

                                                                                  Vol. 8, No. 7 | 1 Jul 2017 | BIOMEDICAL OPTICS EXPRESS 3434 



 

 

related (r
2
 = 0.95 – 0.99, p < 0.001), indicating these Raman features mainly arose from lipids 

in the tissue. 

Tissue composition analysis: Based on the intensities of these bands, analysis of lipid 

abundance can be performed. It is evident from spectral comparison that all the Raman peaks 

from lipids (1270, 1303, 1447, 1657 cm
1

) and PCs (720 cm
1

) are markedly weaker for tissue 

with active disease activity, i.e. grade 1, 2 and 3. Ratiometric analysis was performed on the 

content of PCs (720 cm
1

) and total lipids (1303 cm
1

) relative to protein (1003 cm
1

) (Fig. 

4(A)-4(B). The inflammatory groups (grade 1, 2 and 3) showed significantly less amount of 

lipids (Fig. 4(A)) and PCs (Fig. 4(B)) than the inactive group (grade 0) and the healthy 

controls. A reduction of 50-60% in lipids and PCs was observed for the inflamed tissue 

compared to the control, regardless of the severity of the inflammation. No significant 

difference in lipid or PC content was observed between the control and grade 0, nor among 

grades 1, 2, and 3. 

The degree of lipid unsaturation was determined by calculating the ratio of n(-C = C-

)/n(CH2), i.e. peak height ratio of 1657cm
1

/1447 cm
1

 [27, 30]. Compared to the healthy 

controls, lipid unsaturation increased around 20% in all of the inflamed tissue regardless of 

disease severity, but not in the inactive disease group (grade 0). 

When data from the inflamed tissue are pooled (grades 1, 2 and 3) and compared with the 

inactive or control, there is significant correlation between lipid or PC content and the 

histological assessment of inflammatory status. The Spearman’s correlation co-efficient is 

0.50 (p < 0.001) and 0.61 (p < 0.001) for total lipids and PC respectively. 

 

Fig. 5. Comparison of lipids and PC content between control and inflamed colon tissue for 

different BMI categories. The percentage of decreases in the inflamed groups compared to the 

BMI-matched controls are marked on the figure. *p < 0.001 comparison of control and 

inflamed tissue; p < 0.05 comparison of overweight or obese control and normal-weighted 

control. 

Effect of physiological variability on disease-related changes: We have previously 

discovered that the BMI status of healthy control is related to the lipid content in colon tissue 

[15]. The obese and overweight patients showed significantly higher amount of relative lipid 

content when compared to the normal control (by BMI) [15]. To investigate whether BMI 

status contributed to disease-associated lipid variance, we stratify all the spectra from active 

                                                                                  Vol. 8, No. 7 | 1 Jul 2017 | BIOMEDICAL OPTICS EXPRESS 3435 



 

 

UC including grades 1, 2 and 3 based on BMI, followed by paired comparison with the 

controls in the same BMI categories. Although lipid content increased with BMI in the 

controls, no significant difference was observed among BMI groups in UC patients (Fig. 5). 

For subjects with normal BMI, the surrogates for PC (720 cm
1

) and total lipids respectively 

reduced 42.7% and 47.2% in UC patients than the healthy control. The overweight and the 

obese UC subjects demonstrated even higher reduction in PC and total lipids content, 55.3% 

and 64.5% respectively, than the BMI-matched controls. 

The relative content of lipids and protein in normal subjects could significantly vary 

among different segments of the colon [15, 31]. Lipid contents were compared between 

normal and inflamed colon tissues as a function of the anatomical locations for data collection 

(Fig. 6). The contents of total lipids and PC in the rectum of healthy controls are significantly 

lower than those in other segments of the normal colon, i.e. cecum, ascending colon, 

transverse colon, and descending colon, which is in agreement with previous publication 

[15,31]. Compared to the control, both total lipids and PC markedly decreased in inflamed 

tissue at all the anatomical segments, although the extent of reduction is relatively weaker at 

the rectum than other locations. 

Multivariate classification analysis: We further investigated the feasibility of delineating 

inflammatory tissue from the inactive and normal tissue using multivariate analysis on the full 

range of the spectra. Figure 7 shows the receiver operating characteristic curve, or ROC 

curve, from the support vector machine (SVM) multivariate classifications. The inflamed 

tissue, containing pooled data of grade 1-3, can be differentiated from the normal or the 

remission (grade 0) with a sensitivity of 83.5% and 97.1% respectively. ROC-analysis with 

disease activeness as variable yielded the total area under curve (AUC) of 0.92 between 

controls and inflammatory tissue (pooled grades 1-3), 0.83 between inactive (grade 0) and 

active inflammation, and 0.87 between pooled grade 0 and control and active inflammation. 

These results indicate the potential of determining microscopic inflammation status based on 

Raman spectral analysis. 

4. Discussion 

In the current study, we reported in vivo composition analysis on colonic tissue in healthy 

controls and UC using an endoscopic Raman spectroscopy, followed by co-registration with 

histologic evaluation on biopsies acquired from the same locations. Spectral markers from 

PCs and lipids have been identified to be related to histologic disease activity in UC. Colon 

tissue with microscopically active inflammation demonstrated substantially lower amount of 

lipids and PCs than the control, suggesting that reduction in lipid content is related to the 

presence of active inflammation in colonic mucosa. On the contrast, the tissue with inactive 

disease activity (grade 0) showed comparable lipid amount with the control, indicating 

recovery of lipids in inactive colitis. Such inflammation-associated decrease in lipids is 

independent of BMI and the anatomical locations, showing the same trend in obese, 

overweight, and normal-weight subjects. Currently microscopic inflammation status can only 

be determined by histologic analysis on tissue biopsies. This study offers spectral markers 

that could be utilized as new endoscopic measures for in situ assessment of inflammatory 

activity in UC. 
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Fig. 6. Comparison of lipids and PC abundance between control and inflamed tissue at 

different segments of colon, including cecum, ascending colon, transverse colon, descending 
colon and rectum. * p < 0.001, paired comparison between control and inflamed tissue; p< 

0.001, locations in comparison with rectum. 

 

Fig. 7. ROC curve for Raman spectra with histological grading on disease activity as covariate. 

Endoscopic Raman spectroscopy can be routinely implemented for biochemical analysis 

in the gastrointestinal tract in situ during standard endoscopy. While most of current 

quantitative methods for tissue composition such as mass spectrometry are in vitro tests 

requiring tissue biopsies, Raman spectroscopy has significant advantages for its noninvasive 

nature and no needs for biopsies. The collection of each Raman spectrum in vivo can be 

completed within 0.5s to 3s. As a result, examining the whole colon adds less than 5 minutes 

to the whole colonoscopy procedure. Due to the clear advantages of this technique, our group 

and others have applied it for the in vivo diagnosis of IBD and colorectal cancer [12–14, 32–

34]. Previous works that involved UC focused on the differentiation of UC and Crohn’s 
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colitis, which are two major forms of IBD. When Raman spectra were compared among UC, 

Crohn’s colitis and the controls, the two disease entities displayed similar spectral features in 

terms of band-shapes, peak positions and relative intensities of major Raman bands to the 

controls [12–14]. The subtle spectral differences were significant enough for multivariate 

analysis methods to classify the spectra to the appropriate disease groups correctly, but not 

applicable for empirical univariate analysis on peak heights. When spectra were further 

stratified by inflammatory status, a significant improvement was observed in the sensitivity 

and specificity of classification between the disease groups [14]. Furthermore, although direct 

spectral comparison between active UC and the normal or the inactive UC was not presented, 

decrease in the intensities of lipid bands is still evident by visually comparing the spectra 

side-by-side in the paper [14], supporting the results from the current study. The spectral 

features in this study are not identical to the previous paper [14] in the region between 1000 

cm
1

 – 1150 cm
1

 as reflected by a better resolved Raman band at 1003 cm
1

 in this study, 

which could result from improved signal-to-noise ratio due to longer total exposure time (3s 

vs 750ms) per collection and potential contribution from the different baseline correction 

method employed in the current study. 

Our endoscopic Raman system has been designed to detect analytes within an effective 

depth of ~800-1000 µm into the tissue [12, 15]. The epithelial tissue in colon mucosa is 

protected by a continuous mucus layer with a thickness of ~830 µm in human [35]. Therefore 

in the current study Raman scatterings mainly arise from molecules in the compressed mucus 

layer and colon mucosa. The mucus layer exerts the first line of defense against the 

penetration of microbe and pathogen in gut lumen. The gel-forming glycoprotein mucins 

form the main body of the mucus layer, consisting of a dense adherent layer (~116 µm) and a 

loose outer layer [35, 36]. Whereas surface active lipids, or phospholipids, form a 

hydrophobic barrier at the luminal surface of colon to protect tissue from the high 

concentration of water-soluble toxins and bacterial products in the lumen [37, 38]. The 

mucosal surface of colon is highly hydrophobic [39]. For UC patients, surface hydrophobicity 

is significantly lower than the control, indicating reduction of lipids at the colon surface in 

UC [40]. Besides our Raman study, concentration in mucus phospholipids was also quantified 

by nano-electrospray ionization tandem mass spectrometry (ESI-MS/MS). PCs, representing 

the major category of phospholipids in the mucus, showed significantly lower concentration 

(up to 70%) in colonic mucus biopsies from UC patients than those from controls as analyzed 

by ESI-MS/MS [41, 42]. The present study found 55-60% reduction in PC content at 

inflamed locations in vivo, and similar extent of decrease in phospholipids was observed in an 

in vitro Raman study on colon tissue biopsies from UC [43]. These results demonstrated good 

agreement between Raman analysis and ESI-MS/MS. In addition, the concentration of mucus 

PC was reported remaining low for UC patients with endoscopic mucosal healing [41,42], but 

showed recovery to the control levels for those with histologic healing in our study. Taken 

together, these studies indicate that loss of mucus lipids might be an intrinsic feature related 

to inflammation in UC. 

In our quantitative analysis, the amount of lipids (and PC) was calculated by normalizing 

lipid (and PC) content to the level of protein. The dominant protein in colonic mucus layer is 

mucins, which form a complex network to prevent the invasion of bacteria. The thickness of 

mucus layer is determined by the dynamic equilibrium between secretion of mucins and its 

removal into the lumen [44]. For mild and moderate UC, the synthesis of secretory mucins in 

UC was controversially reported, showing all directions -no change [45, 46], increase [47] or 

decrease [48] - in the cultures of tissue biopsies when compared to healthy controls. However, 

the thickness of the adherent mucus gel was found generally lower or unchanged [44, 49], 

possibly due to excessive removal. In severe UC, both synthesis of mucins and the thickness 

of mucus barrier substantially declined [48–50]. The decreased mucin levels confirmed that 

the lower lipid/protein ratio in UC is due to an even larger scale of reduction in lipids. The 

alterations in mucus thickness, especially in severe UC, could lead to sampling difference by 
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endoscopic Raman method. However, the phenotypic changes in lipid content (relative to 

protein) in active UC remain valid as a spectral marker for inflammatory status. 

The mechanism for the alterations of phospholipids in UC are still poorly understood. The 

synthesis of phospholipids starts with phosphatidic acid that is produced from long chain fatty 

acid via fatty acyl coenzyme A-dependent reactions. Fatty acid synthase was reported down-

regulated in UC [51], which could contribute to the reduced phospholipid content. In addition, 

phospholipase A2 (PLA2) that catalyzes the degradation of PC to lysoPC [52], showed 

elevated content and activity in animal models of colitis and in actively inflamed colonic 

mucosa of UC patients compared to the inactively inflamed mucosa and the control [53–56]. 

The upregulation of PLA2 is consistent with the higher lysoPC-to-PC ratio in UC despite 

decreased overall PC content (lysoPC + PC) [57]. 

The elevated unsaturation level in active UC in this study indicates a relative increase in 

the presence of unsaturated lipids, which could be due to reduction in the amount of lipids 

with higher saturation degree or actual increase in the amount of more unsaturated lipids. 

While the mechanism behind such changes remains unclear, it could possibly result from 

altered fatty acid metabolism in UC. The down-regulation of fatty acid synthase in UC 

patients could possibly account for the increased unsaturation degree in lipids [51]. Further 

investigation into the biosynthesis and metabolism of lipids and fatty acids could help 

elucidate the interplay between lipid alterations and tissue inflammation. 

In summary, the current study discovered important Raman spectral markers that are 

related to histological disease activity of ulcerative colitis. Implementing multivariate analysis 

on the spectra data set could sensitively differentiate the inflammatory status in UC. Future 

study with a larger cohort of UC patients is needed to further increase the power and accuracy 

of multivariate classification. This work suggests the potential of lipid markers along with 

endoscopic Raman spectroscopy for noninvasive disease assessment of UC in situ. 
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